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BREATH ALCO .
%, MISSOURI DEPARTMENT OF HEALTH HOL PROGR AT

A STATE PUBLIC HEALTH LABORATORY JUN _3 20”9
DATAMASTER MAINTENANCE REPORT

T ———— - - TN - — .
Eomplete this réport in duplicate al the time of the reguiar monthly preventive mainienat#e SREER] Enfl fwhpneyer dnstrument

is repaired. Send copy to Department of Heaith; retain odginal in departmant fite. , -
| | DAYE OF INSPRETION NI

[ OATAMAETER SH

204126 Inventory Number 127246 06-02-09
S TiON OF INGTRUMENT (STRECY AND GITYY TINE OF INSPEGTION
St. Francois County Sheriff's Department, Farminglon, Missouri 2016
- CREGKLIST: Place a check (v) 1o the [eft of each item if found lo be satisfactory or if operating within established fimits. (Write
sarved values where determined.) Unchecked ilems must be corrected before using instrument.

in ob
DIAGNOSTIC CHECK (PRINTOUT ATTACHED)
] COMPUTER L ) [ DETECTOR
W prOGRAM FILTERS |
] HEATERS SAMPLE CHAMBER 49_ "¢ QUARTZ STANDARD
¥ rLow pETECTOR (¥l caLIBRATION

[ PRINTER

71 PUMP HIGH SPEED

&1 INDICATOR LIGHTS

&1 TIME ANO DATE

7l SIMULATOR TEMPERATURE (34 *C 4 0.2' C)

o o e et (AR 8

Ul CALIBRATION GHECK -
Run three tests using a standard solution. All lhree tesls musl be within & 5% of the standard value and must have a
spread of .005 or legs. Check Ihe box corrasponding Lo the standard solution being used. (PRINTOUT ATTACHED) {USE

RECIRCULATION PUMP)

A 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
] 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0,042% INCLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

[y Y} -

TESTY ™ 095 ]‘FESTz " 096 TEST3I 096

-

(71 PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

NUMBER OF REFUSALS. SINGE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS [N EACH RANGE A3
FOLLOWS: {DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 1 |{0-.04) 0 J(.os-.oa) 2 (40-.14) 3 (15-.19) 4 (Over.18) 4

List any new parts and desoribe any alleration or modification that was made to restore the instrument 1o operate satisfactorily
and within established himits {use other side if necassary)
This instrumgnt is operating within, cstablished limits. .____..........

gt - L),

e e T A1 e R —_ - - e

e —tuivs

Solution Manufacture: Guth Laboratories, Inc. Lot Number: 08340 Expiration Date: 10-15-2009
SIGNATURE PRINT NAME
P W.D. Choate
YYPE 11 FERMIY NUMBER/EXFIRATION DATT " YELEARONE NUMEBER
820144 /05-06-2010 (573) 431-0166
MO &80 14RB 19-94) . ....“ IGUAL SETORTURITWATHIAATIVE ACTION RUMOYER Lab -148

BOFFCH PrOY e A B REAEL AU\ ay M
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®
52> GUTH LABORATORIES, INC.

590 NORTH 67th BTREET. ® HARRISBURG, PA 17111~ 4611 ® TELEPHONE; 717.5654-5470

3

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08340 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0,1211 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is Qetober 15, 2009 at 11:59 PM.

When used in 2 calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.10 percent BAC,

The alcohr! and wat r used in this solution were

free of test interfering substances.

<7 /7

Ted L. Pauley, President
GUTH LABORATORIES, INC.
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BAC DataMaster
Fvidence Ticket

MISSOURY STATE HIBHWAY FATROL
BRC DRTAMASTER SERIAL NUMEER 2@412%
Ge P2 a9
2Rt 1s

-— DIAGHASTIC CHECK ---

:omgﬁrsas OKAY *
ROGRAM: ‘ OKAY
IEATERS

AMPLE CHAMBER: 49¢
‘LOW DETECTOR: OKAY
NP -
{IGH SPEEL: OKAY
JETECTOR: OKAY
ILTERS? OKAY
JUARTZ STANDARD: OKAY
ALY BRATION¢ OKAY

PRINTER TEST
TURENR 7 (kb gy, 7B1R34567891 § 4= »?@ABCIEFG
4T JKLMNOPERSTINWAYZINTA ‘abcdafqh1Jk1mno
ogrstuvwxyz {1327

- Signanuo _s?&%&

racyclad papsr with agnebaced Inks

CMEU 220802

e,

HWY PATROL TROOP C

[BAC DataMaster’
Evidence Ticket

@5-B2-63

TESTING OFFICEE:
CHORTEAW-T
OFFICER 1.0 1 156
PERMIT MUMBER: B2@8i44
EYPIRATION DATE: @5-86/1¢
MISCELLANEQUS DRTA:
.18 TEST &T. FRANCOIS CO

——— SUPERYISOR MODE -—-

BLANK TEST .06
INTERNAL STRNDART YERIFIED
EXTERNAL STANDARD LBYE
BLANK TEST DN
EXTERNAL STANDARD . 896
BLANK TEST « BB
EXTERNAL STANDARD , BYG
BLANK TEST « Bae
|H
SIH =,
AVE., = .9956

Operator Signuure M aﬁ,q.

MISSOURT STATE HIGHWAY PATROL
KAC DHTAMASTER SERIAL NUMBER 264126

P.a3

Erinad on racyciod paper vwith sorebasad mks

Tk,

CH8U 2208-02
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BAC DataMaster
Evidence Ticket

MISSOURI STATE HIGHWAY PATROL
BAC DHTAMASTER SERIAL NUMBER 2d41e6
BE/82-ay

ARREST TIME: 20:68
SUEJECT NAME!
. TEST
pOE: 618181 SEXT M
STATE/D.L.: MG-/12345¢6
HRRESTING QFFLCER:
RFI
OFFICER I1.D.:
! TESTING NFFICER:
CHORTEAW~D
OFFICER I.D.: 156
PERMIT NUMBER: Seaildd
EXFIRATION DATE: @5/8&/10
MISCELLANEOUS DATAS

RFI TEST
-—— EREATH ANALYSIE ~—-
BLANK TEST . 598 2@ 39
INTERNAL STANDARD YERIFIED  &@:35

RATI0 INTERFERENCE

Opmtor Si priawre m

Pdntod &n recyeled papar with Bgti-based inks CMEL 2208-02

hmmn ——e
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State of Missour
DEPARTMENT OF HEALTH

PERMIT
TYPE If

WD, CHOATE

1o Instrunl and 'auparvlaa operators, irain instrupiors, nepeot,
reath analyzer(s):

I hereby aulhorlzet
callbrats, perform Hleld repairc, and operate the following b

i DATAMASTIR
1orihs determination of the aiooholic oontent of blood from b sample of explred (alveolar)
alr. Jatisd pnder the provisiona of eections B77.020 through &77,041, RBMo 1888, '

oo 05/06/08 g B, AL
« DPirsmos o} B1ata Rpblio Hatily Laborsiory
Number 220 Tl —_ " =
e Q5062010
. Dirozior, Dopanment of Heslih
YO EE5-ITT1 (T44) LBk <4 [R7:83)

P.B6



